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RESULTS
A reprasentative of Truesdall Laboratories, Inc.
storm drain discharge on August 31, 1830, at
Torrance Facility and Long Beach facility.
ecd for flow rate, pH, and temperature.

, taested fthe
the Douglas

The discharge was
A grab sample was

ned to the lahoratory and analyzed according to the
can Public Health Association's "Standard Methods," 17th
on. The results are as follows:
Sample I.D, Date Time Flow-gpd Temp, 9§ pHE, units
Long Beach 10/31/%0 1:30 52,043 72 8.3
(603)
Torrance 10/31/90 10:30 332 68 7.7
Respectfully submitted,
TRUBSDATL, LABORATORIES, INC.
7
Gregory #W. Nverett, Proj. Mgr.
Industrial Waste

This report applies only to the sample, or samples, investigated and is not necessarily indicative of the quality or condition of apparently identical
or similar products. As a mutual protection to clients, the public and these Laboratories, this report is submitted and accepted for the exclusive
use of the client to whom it is addressed and upon the condition that it is not to be used, in whole or in part, in any advertising or publicity matter

without prior written authorization from these Laboratories.
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